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Abstract:  We demonstrate a new reflective imaging technique using 
continuous-wave THz fiber-endoscopy, in which the sample is placed 
behind the output of a THz subwavelength plastic fiber and the Fabry Perot 
interference is formed therein. 3D THz reflective images with a reasonable 
SNR as well as high lateral and subwavelength axial resolutions are 
acquired by moving the sample along the axial (z) direction and by 2D 
scanning the output end of the subwavelength plastic fiber without any 
focusing medium. By analyzing the axial-position dependent THz signals 
backward collected by the subwavelength plastic fiber, the THz reflection 
amplitudes and phases on the sample surface can be successfully 
reconstructed.  
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1. Introduction  
Many THz imaging and sensing techniques are under intense developments due to their 
sensitivity to molecular resonances. The most widespread method is the pulsed spectroscopic 
imaging based on the time-domain terahertz spectroscopy (TDTS) method, which enables the 
acquisition of a wide range of information including the absorption spectral characteristics 
[1,2], depth [3], and the nature of the scattered objects [4,5]. However, the optical components 
adopted in the pulsed imaging system are relatively large and expensive, while the TDTS 
system causes a small level of power per frequency. On the contrary, continuous-wave (CW) 
THz imaging systems are relatively compact, simple, and low-cost since they does not require 
a pump–probe time delay and thus the complexity of the optics involved can be greatly 
reduced [6]. For the requirement of broadband THz imaging, it could be addressed by using 
either multiple discrete frequencies or with a tunable source. Not only amplitudes, the phase 
information could also be retrieved in a CW THz imaging system through interferometric 
techniques [7,8].  
In this work, we demonstrate THz fiber-based CW interferometric imaging. By using a 
subwavelength plastic fiber based THz endoscope, this reflective CW THz imaging system is 
capable of mapping both reflection amplitude and phase from the tested objects, 
corresponding to the molecular distribution and the depth profile. In the THz-fiber-endoscope, 
the sample to be imaged is placed close to the output of the imaging fiber and the Fabry Perot 
interference is formed between the sample surface and the output end of the fiber. 3D THz 
reflective images with a reasonable SNR and a high spatial resolution can be acquired by 
moving the sample along the axial (z) direction and by 2D lateral scanning the output end of 
the imaging fiber without any focusing medium. By analyzing the fiber-collected THz 
reflection signals for different sample axial positions, we can successfully reconstruct 3D THz 
images, which not only reflect the depth variation of the object surface but also reveal the 
reflectivity distribution recoupled back into the subwavelength fiber.  
2. Experiment 
The schematic diagram of the demonstrated THz fiber-endoscope is shown in Fig. 1(a).  The 
THz fiber-endoscope was constructed with two THz subwavelength plastic fibers, which 
formed a fiber-based directional coupler [9]. The adopted highly flexible THz subwavelength 
polyethylene (PE) fibers were with a diameter of 240μm, while their measured attenuation 
constants at 320GHz were on the order of 9x10-3 cm-1. 320GHz CW THz waves from a Gunn 
oscillator module [10,11] with a CW power level on the order of 350μW were coupled into 
and propagated along the input fiber (dot line) as shown in Fig. 1(a). By arranging part of 
these two fibers in parallel and touched each other as a directional coupler, a fraction of the 
input THz power will be coupled into the imaging fiber (solid line) through the overlapped 
region. The fiber directional coupler was constructed with the assist of two PE films on which 
a small hole was created for holding the two overlapped fibers together. The coupled THz 
waves transmitted along the straight imaging fiber were emitted from the fiber output end,  
reflected by the sample under test, and recoupled back along the same imaging fiber back to a 
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Golay cell (Microtech instruments) for detection. A chopper and a lock-in amplifier were used 
to improve the signal-to-noise-ratio (SNR). The transmitted THz power ratio at the outputs of 
the imaging and the input fibers was greater than 50 when the bending angles θ1 and θ2 
(defined as shown in Fig. 1) were 37˚  and 7˚  respectively. Typically  20% of the incident 
THz power from the Gunn oscillator module could reach the object, after considering the 
propagation loss of a 90cm long fiber, the bending loss, and the input coupling and the 
directional coupling losses. The percentage of the reflected THz power collected and 
measured by the Golay cell was dependent on the reflectivity of sample and the re-coupling 
efficiency back to the subwavelength imaging fiber. For example, the 5% input THz power 
could be measured at the position of the Goley cell if a high reflectivity metal sample with a 
flat surface were adopted as the imaging object. By 2D lateral (x-y) scanning of the imaging-
fiber output end around a spatially-fixed sample, a 2D THz fiber-endoscopic image could thus 
be obtained. Our previous study had indicated that within a scanning angle of ±2˚ , the fiber 
bending loss could be negligible [12]. The typical SNR of this imaging system is 1200:1 with 
a pixel dwelling time of 300 milliseconds. All the THz images shown in this work were 
acquired without normalized to the background, that is, we did not correct the angle-
dependent bending loss.  
 
Fig. 1.  (a) Schematic diagram of the THz fiber endoscope system based on two subwavelength 
plastic fibers.  (b) The result of the THz spot size measurement. 
 
Figure 1(b) shows the result of the THz spot size measurement (at 320GHz with a 938μm 
wavelength) performed at the output of the imaging fiber, by moving a sharp-edged metal 
blade, which was placed within 1mm in the z direction of the output end, across the output 
THz beam and by measuring the power after the metal-blade. The measured 10-90% power 
transmission distance was ~ 1.3mm, and the transmission curve was close to a circular 
transverse Gaussian mode. By fitting with a Gaussian spatial profile, a THz beam radius of 
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0.9 mm can be found, which revealed the fact that the subwavelength-fiber-based THz 
endoscope could reach a near-diffraction-limited lateral resolution within a near-field distance 
without focusing components. In addition, by moving the sample along the z direction versus 
the output end of the imaging fiber, we observed that the measured reflected THz power 
oscillated as shown in Fig. 2(a). This is due to the interference of multiple reflective THz 
waves between the sample surface and the output end of the imaging fiber. With this 
phenomenon we analyzed the phase information of the reflective THz waves, which is useful 
for providing the depth information of the THz image. In all our experiments, the distance 
between the imaging fiber tip and the sample tip was less than 5 mm. Even though the 
distance between the sample and the fiber tip was on the order of the wavelength, we did not 
observe obvious near field diffraction effect [13-15] in our experiments, due to the low 
numerical aperture value of the adopted sub-wavelength fiber. Our THz spot size 
measurement showed that the beam radius increase was less than 0.25 mm within the first 5 
mm distance from the fiber tip.  
3. Results and Discussion 
 
Fig. 2. (a) The Golay cell measured THz reflection power by moving the glass spherical lens 1 
along the z direction away from the imaging fiber tip and by fixing the fiber-tip at the central 
point of the lens. (b) and (c) show the 2D fiber-scanning THz reflective images of the glass 
spherical lens 1 by positioning the lens at the fixed z0 and z1 positions respectively, as labeled 
in (a). (d) 2D fiber-scanning THz reflective images of the glass spherical lens 2 by positioning 
the lens at the fixed z0 position. 
 
We first use two glass lenses as imaging objects to illustrate how we obtained the depth 
profile by utilizing the Fabry Perot interference pattern. By position the imaging fiber in the 
central point of the glass spherical lens 1 (with a focal length of 10cm) and by moving the lens 
along the z direction away from the fiber tip, Fig. 2(a) shows the Golay cell measured 
oscillatory THz reflection power due to the interference effect. The period of the Fabry Perot 
interference is 0.47mm (peak-to-peak), which is half of the adopted THz wavelength in air. 
By fixing the lens object at the z positions labeled as z0 or z1 in Fig. 2(a), we were able to 
#86933 - $15.00 USD Received 28 Aug 2007; revised 17 Oct 2007; accepted 22 Oct 2007; published 7 Feb 2008
(C) 2008 OSA 18 February 2008 / Vol. 16,  No. 4 / OPTICS EXPRESS  2497
acquire 2D THz reflective imaging by moving the imaging fiber tip laterally. Thus acquired 
THz fiber-scanning images are shown in Fig. 2(b) and (c) with an image size of 32x32mm2 
and a fiber scanned step size of 0.16 mm in both x and y axes. Multiple rings are observed in 
the acquired 2D intensity images and these two images can be found to be out of phase with 
each other (bright rings become dark rings or vice versa). This result implies that the multiple 
rings come from the Fabry Perot effect, that is, the various z spacing between the curved lens 
surface and the fiber output end resulting in the observed constructive or destructive 
interference fringes. Figure 2(d) shows the 2D THz fiber-scanning reflective image of the 
glass lens 2 (with a focal length of 20cm) measured by positioning the lens tip at the fixed 
position z0. With a smoother surface profile of the glass lens 2, the reduced number of the 
observed oscillatory rings further confirms the fact that our images are sensitive to the Fabry-
Perot effect. Based on the principle of the Fabry-Perot effect, we could thus analyze the 
surface profile of lens by comparing the 2D lateral scanning images acquired at different 
sample z positions within half of the THz wavelength (one oscillation cycle).  
We then acquire various 2D THz fiber-scanning reflective images by moving the imaging 
object at different z positions within half of the THz wavelength to form a 3D data array. Our 
3D image analysis is based on the assumption of a smooth surface profile. Without this 
assumption, phase ambiguity will occur. For example, the 2D fiber-scanned THz images 
shown in Fig. 2(b) ~ (d) contain two pieces of information from the samples. One is the 
surface profile (or depth distribution) and the other is the distribution of refractive index 
(including the real and imaginary parts) under the influence of the re-coupling efficiency. The 
depth information could be extracted by analyzing the z-dependent data with a fixed x-y 
position. We used a sinusoidal function to fit the z dependent intensity curves corresponding 
to different lateral positions just as in Fig. 2(a), and the fitting function was written 
as Czky izi ++Α= )cos( 0φ , wherein A is the oscillation amplitude, zzk λπ /2=  with 
zλ
 as the period of oscillation (0.47mm), iz is the sample z position, 0φ  is the initial phase 
that is not limited to be within 2π, and C is a constant. A and φ0 were then extracted by 
minimizing the deviation 
222
ii yyy −≡Δ , wherein y is the experimental data in the 
acquired 2D fiber-scanning THz images. The extracted oscillation amplitude A of the Fabry 
Perot interference represents the effective reflectivity distribution on the sample surface, 
which reflects the distribution of the refractive index (including absorption) in the measured 
THz frequency. The extracted initial phase φ0 reflects the distance between the sample 
reflection surface and the imaging fiber tip. With a smooth surface assumption, the 
neighboring lateral (x-y) points are required to have minimum phase changes (height 
variations), thus avoiding the phase ambiguity. It should be noticed that with an inclined 
surface the recoupling efficiency will be modified, thus reducing the oscillation amplitude A 
while the initial phase φ0 is not affected. Based on the correspondence between phase and 
distance at a specific x-y position, we were able to convert the extracted phases into heights 
and reconstruct the 3D surface profile with an axial resolution better than half of the 
wavelength.   
Figure 3 (a) and (b) show the reconstructed 3D THz images of lens 1 and lens 2, in which 
colors represent different magnitudes of the extracted reflection oscillation amplitude A. With 
a glass-air interface, the decrease of the oscillation amplitude A from the center of the lens to 
its peripheral region supports our assumption that the oscillation amplitude A will be affected 
by the recoupling efficiency of the THz waves reflected from the curved surface back into the 
fiber. The reconstructed 3D surface profiles agree well with the lens maker formula (Fig. 4), 
indicating the accuracy of the phase extraction program.  Even though the lens maker formula 
does not describe the exact curvature of the fabricated lens especially for the lens tip, the 
comparison in Fig. 4 indicates that the maximum inaccuracy of our phase retrieval program 
could be smaller than 0.15mm, supporting our hypothesis that our achieved axial resolution 
could be better than half of the applied THz wavelength. 
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Fig. 3. Reconstructed 3D THz images of (a) lens 1 and (b) lens 2. Colors represent different 
magnitudes of the extracted reflection oscillation amplitude A. These images were acquired by 
the THz interferometric fiber-endoscope. 
 
 
Fig. 4. Reconstructed surface profile (black line) of lens 1 and its comparison with the lens 
maker formula (red line).  
 
We then apply our developed fiber-endoscopy for biological THz imaging, such as the 
diagnosis of burned skin. A porcine skin purchased from the market was first burned by a 
heated iron tube with an outer diameter of 1cm and then fixed on a stage for THz fiber 
endoscopic imaging. The THz fiber-endoscopy imaging was performed with an axial and a 
lateral scanned step size of 0.08mm and 0.4mm respectively. In this preliminary test we first 
scanned the fiber to complete a 2D lateral image with a size of 32X16 mm2 and with a pixel 
dwelling time of 300 milliseconds, and then moved the z stage for another lateral scan. With a 
z step size of 0.08 mm, we found that only 6 axial positions are required to complete our 
analysis, corresponding to one oscillation circle. Figure 5(a) and (b) show the THz 2D images 
corresponding to the extracted amplitude A and phase φ0 from the burned porcine skin, and (c) 
is the reconstructed 3D THz image of the burned porcine skin. Similar to Fig. 3 (a) and (b), 
we adopt different colors to represent different reflection oscillation amplitudes A. The 
smooth surface profile assumption was used to avoid the phase ambiguity during the 
extraction process. In Fig. 5(a) and (c), the reflection oscillation amplitude A at the ring-
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shaped burned area can be found to be smaller than other parts of skin. This could not be 
simply explained by the inclined surface but should also be contributed from the strongly 
reduced THz reflection, especially at the bottom of the burned area. This THz reflectivity 
reduction could be attributed to the much-reduced water content in the burned area, which is 
consistent with a previous report [16]. It is interesting to notice that from Fig. 5(c), the lateral 
resolution of the system can be found to be around 1mm, which was limited by the beam 
radius of the emitted THz beam after the fiber tip, rather than the lateral scanned step size, 
which was smaller than half of the beam radius.  
 
 
Fig. 5 THz 2D image corresponding to the (a) extracted amplitude A and the (b) phase φ0 from 
the burned porcine skin. The ring-shaped burned area can be clearly identified. (c) The 
reconstructed 3D THz image of the burned porcine skin. Colors represent the extracted 
reflection oscillation amplitude A. This image was acquired by the THz interferometric fiber-
endoscope. Inset shows the photo of the burned porcine skin. The THz reconstructed image 
matches well with the optical image.  
 
4. Conclusion 
In conclusion, we have demonstrated THz interferometric imaging by using a subwavelength-
plastic-fiber-based THz endoscope. The reflective THz images with a subwavelength axial 
resolution, a reasonable SNR, and a high lateral resolution (near diffraction limit) were 
acquired by moving the sample along the axial (z) direction and by 2D scanning the output 
end of the subwavelength plastic fiber without any focusing system. The reconstructed 3D 
images not only reflect the depth variation of the object surface, but also reveal the THz 
reflectivity distribution recoupled back into the subwavelength fiber. By improving the 
acquisition time with a fast THz detector in the future, this demonstrated THz system could 
open the possibility of medical endoscopic molecular imaging. 
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